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ABSTRACT We combined a single-beam gradient optical trap with a high-resolution photodiode position detector to show
that an optical trap can be used to make quantitative measurements of nanometer displacements and piconewton forces with
millisecond resolution. When an external force is applied to a micron-sized bead held by an optical trap, the bead is displaced
from the center of the trap by an amount proportional to the applied force. When the applied force is changed rapidly, the rise
time of the displacement is on the millisecond time scale, and thus a trapped bead can be used as a force transducer. The
performance can be enhanced by a feedback circuit so that the position of the trap moves by means of acousto-optic
modulators to exert a force equal and opposite to the external force applied to the bead. In this case the position of the trap
can be used to measure the applied force. We consider parameters of the trapped bead such as stiffness and response time
as a function of bead diameter and laser beam power and compare the results with recent ray-optic calculations.
INTRODUCTION
In a single-beam gradient optical trap, or optical tweezers, a
laser beam is brought to a focus in an aqueous solution by
a high numerical aperture microscope objective (Ashkin et
al., 1986). Any refractile particle near the focus is attracted
to it and becomes trapped. The method has been used in a
number of biological applications both as a micromanipu-
lator and as a force transducer. Cells, organelles, and chro-
mosomes can be directly manipulated, whereas measure-
ments of the magnitudes of the forces between proteins such
as molecular motors require the proteins to be attached to
trapped silica or polystyrene beads (see reviews: Block,
1990; Berns et al., 1991; Kuo and Sheetz, 1992; Simmons
and Finer, 1993). The trapping force is of the order of 1-100
pN, depending upon the size and refractive index of the
particle and the power and wavelength of the laser beam.
Initial attempts to use optical traps as force transducers
involved measurement of the applied force necessary to
cause the particle to escape the optical trap. This method
gives an estimate of the peak force, but it is unable to
measure fluctuations in the applied force. More recently, we
and others have detected the position of a trapped particle
and used it to measure force (Simmons et al., 1993; Kuo and
Sheetz, 1993; Svoboda et al., 1993; Finer et al., 1994). In
this paper we describe the full details and justification of our
method, combining an optical trap with a high-resolution
position detector to show that when a force is applied to a
trapped bead, the bead is displaced from the center of the
trap by an distance that is proportional to the applied force.
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When the applied force is changed rapidly, the rise time of
the bead displacement is on the millisecond time scale, and
thus a trapped bead can be used as a transducer of force
fluctuations. We consider parameters of the trapped bead
such as stiffness and response time as a function of bead
diameter, bead position within the trap, and laser beam
power, and compare the results with recent ray-optic calcu-
lations of the forces on trapped beads (Ashkin, 1992).
Finally, we show that the performance of an optical trap
as a force transducer can be enhanced by means of a
feedback circuit. As an external force is applied to a trapped
bead, the position of the trap moves to exert an equal and
opposite force on the bead. Ashkin and Dziedzic (1977)
used feedback to stabilize the vertical (z) position of a
particle levitated by a laser beam in a vacuum by modulat-
ing the laser beam intensity. In contrast, in our system the
feedback is applied to a gradient optical trap in the plane
perpendicular to the beam axis using acousto-optic deflec-
tors to shift the trap position rapidly. As a result, the
stiffness of the trap is greatly increased, so that the bead is
held stationary with nanometer precision, and the position
of the trap can be used to measure applied force fluctua-
tions.
MATERIALS AND METHODS
Optics
The apparatus is a modification and extension of an optical trap microscope
designed by Chu, Kron, and Sunderman (unpublished). In Fig. 1, the
original apparatus consisted of the Nd-YAG laser, mirrors M1 and M2 used
for steering the laser beam manually, the collimating lens L2, and a
microscope (Zeiss Axioplan). The microscope was modified to accept the
laser beam by cutting a hole in the side and inserting a dichroic mirror in
place of the eyepiece prisms. The parallel laser beam entered the back
aperture of the microscope objective (Zeiss Plan-Neofluar 63X, 1.25 NA,
infinity corrected, oil immersion) and was brought to a focus at the
specimen, forming the optical trap. A major principle of the optical system
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FIGURE 1 Schematic diagram of
the optical trap and detection system.
The solid lines represent the path of
the Nd-YAG laser. The dashed lines
represent the illuminating light from
a tungsten lamp. Optics include VCO
lenses (L1, L2), mirrors (M1, M2), a
dichroic filter (D), and a microscope
objective (L3). The laser beam can be l
shifted in the plane of the specimen
(0) by deflecting it with two orthog- Nd-YAG
onally mounted acousto-optic modu-
lators (AO) and by moving the mir- AO
rors M1, M2. The illuminating light is
split between a video camera (VC)
and a quadrant photodiode detector
(QD), which indicates the position of
a trapped bead. The feedback loops
can be closed by feeding the output
signals from the quadrant detector
into the driver circuits for the volt-
age-controlled oscillators (VCO),
which control the acousto-optic mod-
ulators.
was that the lens L2 collimated an expanding laser beam at its front focal
point, turning it into a parallel beam that just filled the back aperture of the
microscope objective, L3, at its other focal point. A lateral movement of
one of the mirrors MI,M2 shifted the laser beam parallel to the axis, so that
the beam entered the objective at an altered angle to the optical axis. This
resulted in a lateral shift in the position of the focal spot. The beam still
filled the back aperture of the objective, so the strength of the trap remained
roughly constant for displacements of up to 50,um off-axis. The plane, P,
containing the real or apparent point of divergence of the laser beam, was
conjugate to the objective focal plane, 0. A lateral movement of one of the
mirrors Ml, M2 produced an equal shift of the apparent point source in
plane P, and the corresponding movement in plane 0 was a factor of f21f3
smaller. f2 was 400 mm and f3 about 3 mm, so f2/f3 was about 150. In
experiments in which two beads were to be trapped, the beam was split
before it reached mirror MI, using a half-waveplate followed by a polar-
izing beam splitter (not shown in Fig. 1). The second pathway also had a
pair of mirrors, and the two beams were brought together with a second
polarizing beam splitter before lens L2.
We made the following additions to the apparatus. In some of our
experiments (e.g., Finer et al., 1994) it is necessary to move the positions
of the traps rapidly under manual control, so we motorized the mirror
movements and operated them with ajoystick control (Newport positioners
860A-1-HS, controller 860-C2). For fast, electronically controlled move-
ments of the traps, we added two acousto-optic modulators, placed orthog-
onally (AOG, AG2; Isomet 1206C with D323Bdrivers). An additional lens,
L, was placed so that the midpoint of AO1 and AG2 lay at one focus, and
the focal point of L2 at the other. AO1 and AG2 acted as diffraction gratings
whose spacings were determined by an acoustical wave of variable fre-
quency. They were set relative to the incident beam at the Bragg angle for
the first-order diffracted beam to maximize the intensity in the first-order
beam. A change of frequency, resulting from a change in the input voltage
to the driver, produced a change in the diffraction angle. The useful range
(over which the intensity of the diffracted beam did not vary by more than
+10%) was about 12 mradians. The deflection response of an acousto-
optic modulator was measured separately; for this measurement the output
diffracted laser beam was focused onto a quadrant detector. The response
to a square wave input showed a lag of about 4,us followed by a rise that
was 90% complete in 9,us. Peak-to-peak positional noise was aboutl0-4
of the maximum deflection.
The function of L1 was to convert an angular deflection from the
acousto-optic modulators into a lateral shift of the laser beam parallel to the
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optical axis. For a deflection 0, the lateral shift of the beam at plane P was
f0* H, and at plane 0 it was (f1 - f3/f2)* 0. f1 was determined by the
magnification required for the width of the laser beam to fill the back
aperture of the objective, as follows. The beam waist at the acousto-optic
modulators was about 1 mm; this was necessary for optimal beam quality
and was produced using a telescope at the laser. The objective back
aperture was 7 mm wide, so the magnification had to be 7. The magnifi-
cation is given byf2/f1, sof1 had to be 60 mm. The factor (f1* f3/f2) was
then about 400 nm* mradian-'. The total useful movement of the trap
using an acousto-optic modulator was about 4 A±m. The acousto-optic
modulators noticeably degraded the quality of the beam and required
careful adjustment to optimize the strength of the laser trap. Slighfly
different settings could produce changes of trap strength differing by a
factor of up to 4. At optimal adjustment the efficiency of each modulator
was only about 30-40%. Coupled with a restriction on laser power at entry
to the acousto-optic modulators of 1 W, the maximum power available at
the objective was about 0.2 W.
The laser used in these experiments (Quantronix 416, 10 W Nd-YAG,
1.064,um) was stable only at laser powers in excess of 5 W. We attenuated
the beam immediately after the laser with a half-waveplate and polarizing
beam splitter. For finer variations of intensity we used a variable attenuator
(Newport 925B) inserted beyond the acousto-optic modulators. An alter-
native method was to vary the power input to the acousto-optic modulators,
but in practice this method was not used much, as it caused an appreciable
movement of the beam. The power of the beam entering the microscope
was measured from the intensity of the radiation reflected from an optical
surface and focused onto a power meter (Coherent Fieldmaster). About half
the power would be expected to be lost in the objective (Svoboda and
Block, 1994).
Illumination of the specimen was by conventional transmitted light,
using a 100-W tungsten lamp with a DC power supply. Illumination for
epifluorescence was by a 100-W mercury arc lamp. Light emerging from
the microscope was split between a videocamera (VC) and a quadrant
photodiode detector (QD) to monitor the bead position, using a beam
splitter with selectable ratios (Zeiss 473051). Images of the specimen were
projected onto the front surfaces of the video camera and the quadrant
detector using eyepieces,lOx in the case of the videocamera and between
7x and 20X with auxiliary singlet lenses as necessary for the quadrant
detector, depending on the size of bead in use. The image of the bead filled
approximately half the area of the quadrant detector. The distances of the
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camera and the quadrant detector from the eyepieces could be adjusted to
give satisfactory magnifications.
The specimen was viewed using a SIT camera (Hamamatsu C2400-08)
with either brightfield or fluorescent illumination, followed by an image-
processing system (Hamamatsu Argus 10). The videocamera output was
digitized with a frame grabber (Data Translation DT2855) interfaced to a
personal computer, and the positions of the mirrors M,-M4 were monitored
and superimposed on the video image as cursors showing the positions of
the traps. The mirror positions were derived using voltage dividers con-
sisting of spring-loaded potentiometers attached to the stage movements.
The voltages were read into the computer by analog-to-digital converters
(Data Translation DT2814). The focusing of the video camera image could
be adjusted by a motorized movement based on a 35-mm camera lens
focusing movement, so as to have an independent control over focus. This
was necessary because the normal focusing controls of the microscope
altered the z-position of the trap as well as the optical focus.
The brightfield image of a bead projected onto the quadrant detector
was deliberately defocused so as to enhance the contrast between the bead
and the background. This was done by moving the eyepiece away from its
normal focus position, so that the image appeared dark on a bright back-
ground. Contrast was further enhanced by closing the condenser dia-
phragm. Adjustments were in general made to optimize the signal while the
position of the trap was moved with a square wave (see below).
The whole apparatus was mounted on an antivibration table (Newport).
However, there were a number of sources of instrumental noise that
affected the measurements. The attachments to the microscope, which was
of upright design, introduced a number of low-frequency vibrations, which
were excited by the flow of cooling water to the laser. These were
substantially reduced, but not eliminated, by surrounding the vertical
column extending from the body of the microscope to the quadrant detector
and video camera with a metal box filled with lead shot. Pointing instability
in the laser and in the laser beam path, which in these experiments was not
enclosed, also contributed noise, chiefly drift. Signal averaging was used to
estimate the time constant of trapped beads and movement in response to
external forces, and this greatly reduced the effect of noise from these
sources and from Brownian motion.
Electronics
The x and y coordinates of a trapped bead (XB, YB) were determined using
a quadrant photodiode detector (Hamamatsu S4349), chosen for its small
active area. This minimized dark noise (which is in part proportional to
photodiode area) and reduced the amount of magnification needed, leading
to a more compact design that was less prone to vibration. The amplifier
circuit (Fig. 2 B) used low-noise current-to-voltage converters and had
switched feedback resistors (omitted from Fig. 2 B), which could be
selected to maximize the output. XB and YB were obtained by appropriate
subtractions and additions of the signals. The quadrant detector was
mounted on a manual XY movement controlled by micrometers. There was
some variation in background illumination over the field at the quadrant
detector, which was therefore moved to a point where the background was
flat. For most of the measurements in this paper we used 10-Mfl feedback
resistors in the quadrant detector, which gave a bandwidth of 2 kHz,
measured from the response of the quadrant detector to a light from an
LED with a square wave voltage input. Signals were averaged to reduce the
noise from Brownian motion and other sources. For measurements where
signal averaging was not possible (e.g., when recording Brownian motion)
and where it was necessary to maximize the signal relative to instrumental
noise, we used 200-MQ resistors, giving a bandwidth of 100 Hz.
A feedback circuit was designed and built to increase the stiffness of the
trap (Fig. 2 C). This consisted of integrating and direct pathways for the XB
and YB signals, and the outputs of the circuit were fed to the drivers for AOI
and A02, with appropriate offsets to produce steady deflections of the laser
beam. The operation of the feedback circuit was controlled by analog
switches S1,IS2 In some circumstances, such as when an external force was
acting on a trapped bead, the bead position could be far from zero, and
when the feedback was switched on, there was a rapid transient as the servo
loop acted to return the bead to its central position. This was minimized by
the use of sample-and-hold circuits, as shown in Fig. 2 A, to zero theXB and
YB signals just before the feedback was switched on, so that the bead
remained at its offset position.
To a good approximation, movements of the trap position could be
regarded as being linear and instantaneous on the time scale of the mea-
surements made in this work. Thus, the trap position (XT, YT) could be
obtained from the input voltages to the drivers of the acousto-optic mod-
ulators. For the present study, the force acting on a bead could be obtained
from the XB,YB orXT,YT signals as appropriate. However, for more general
applications we designed further electronic circuits to calculate Fx and Fy,
the x and y components of external force acting on a bead, from the
difference between the bead position and the position of the trap. An
allowance was made for the viscous drag of the solution acting on the bead
when it moves, as follows:
F kT(XT-XB)-bd
dtB
Fy kT(YTYB)-b dyBF=k ~~~~dt'
where kr is the stiffness of the trap and b is the damping factor.
Force calibration
Calibration for force was performed by flowing solution past a trapped
bead at a known velocity and calculating the force from Stokes' law,
F = 6iTrv,
where v is the velocity, r is the radius of the bead, and 71 is the viscosity of
the solution. This was done by moving a microscope substage, consisting
of a carrier for a microscope slide, by means of two piezoelectric trans-
ducers (PZTs) (Physik Instrumente P771) attached to the stage of the
microscope. The PZTs had a natural frequency of about 500 Hz and total
range of about 50 ,um. They were also used in certain motility assay
experiments to track a moving bead by moving the substage and were
controlled for this purpose by a joystick. The movement of the stage
(usually 5 ,Lm) in response to the triangular wave input used in the
calibration procedure was recorded separately, using a low-power objective
to project the image of an opaque object onto the quadrant detector.
Measurements and calibrations were all done with the trapped bead about
5 ,um below the surface of the coverslip, where surface perturbations of
Stokes' law should be negligible (Happel and Brenner, 1991; Svoboda and
Block, 1994). The trapping force was only slightly lower than at the
surface.
Data recording
The XB, YB, XT, and YT signals were digitized using an analog-digital
converter (RC Electronics, ISC-16) interfaced to a personal computer,
sampling at rates up to 250 kHz, depending on the bandwidth of the data,
and stored on magnetic disk.
Inverted microscope
The records in this paper, with the exception of those in Fig. 12, were
obtained using the modified vertical microscope system described in the
sections above. We subsequently improved this system in two stages. In the
first stage, we built an inverted microscope configuration with improve-
ments in positional stability and with decreased instrumental noise, mainly
resulting from substituting a xenon lamp for the tungsten lamp (Finer et al.,
1994). Otherwise the optics and electronics were similar to those described
above. In the second stage we improved the bandwidth of the detector
when using a 100-MQ resistor to 5 kHz, by the use of a correction circuit
Simmons et al. 1815
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feedback loop. (B) Quadrant detector circuit. The feedback resistors R had a switched range, 10 kQ to 200 MQ. Operational amplifiers: first stage, OPA121;
second stage, 0P270; final stage, AMP03. (C) Feedback amplifier circuit (one channel). Operational amplifiers: 0P27. S1, S2; analog switches used to open
and close the feedback loop. Pulse inputs were used to deflect the laser beam.
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incorporating a differentiator. The performance of the feedback system was
also improved, by incorporating a differential pathway in parallel with the
/10 direct and integrating pathways shown in Fig. 2 C. The records in Fig. 12
were obtained using the final modifications.
RESULTS
Measurements on 1-,um diameter beads
The majority of our detailed measurements were made on
1
-,gm beads, which is the diameter used in our experiments
on the actomyosin motility assay (Simmons et al., 1993;
0.4 0.6 Finer et al., 1994). We first calibrated the microscope mag-
nification using a stage micrometer, whose image was pro-
jected onto the quadrant detector. The distance between
successive 10-,um rulings was found by moving the mi-
crometers controlling the position of the detector. Using a
trapped bead of 1 ,tm diameter, we next calibrated AO1 and
oOoo A02 by applying a square wave to the output stage ampli-
fiers in the feedback circuit (Fig. 2) to move the position of
the trap, and measuring on an oscilloscope the movement of
the micrometers necessary to null the resulting signal from
the quadrant detector (Fig. 3 A). Applying a slow triangular
wave, we then calibrated the quadrant detector (Fig. 3 B).
The output was roughly sinusoidal with respect to bead
displacement, and for the measurements reported here we
kept within the range of movements for which the output of
0.6 0.8 the detector did not depart from linearity by greater than
5%. We refer to this as the linear range of the quadrant
detector. In some cases we corrected the responses for the
bration. There is a nonlinearity of the detector, but the effect on the results was
id the trap position negligible.
The line shows the When the position of the trap was moved by applying a
ements of 0.2 ,um square wave input to one of the acousto-optic modulators, a
trapped bead followed the movement of the beam with a lag
that was nearly first-order for small steps (Fig. 4 A). This
result shows that a trapped bead behaves as a damped mass
in a parabolic energy well, i.e., as if it were attached to the
center of the trap by a spring. Calculations using the ob-
served stiffness confirm that the trapped bead can be de-
scribed as a harmonic oscillator that is so highly damped
B
FIGURE 4 (A) Response of a
trapped bead (1-jim diameter) to
rapid trap displacements of 300 nm
at laser powers ranging from 3 to
150 mW. For laser powers of 52 to
150mW the response is shown on an
expanded time scale. Detector band-
width was 20 kHz (single-pole, low-
pass filter). Each trace is an average
of 100 data sweeps. (B) The rate
constant of the bead response as a
function of laser power.
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FIGURE 5 (A) Time course of the response of a trapped 1-pun-diameter
bead for rapid trap displacements of 340, 510, and 680 nm. The responses are
normalized to fit on the same scale to illustrate the lag in the response for large
trap displacements. Detector bandwidth was 20 kHz (single-pole, low-pass
filter). Each trace is an average of 100 data sweeps. (B) Force profile of an
optical trap as a function of displacement of a bead from the center of the trap.
The force was calculated by differentiating the bead response to a large trap
displacement and calculating the viscous (Stokes') force.
that the inertial term in the equation of motion can be
neglected, so that the movement of the bead after a sudden
trap displacement is given by
XB = XT(l - e (kb)),
where k is the stiffness of the trap and b is the damping
factor. The stiffness depends on the laser power, the size of
bead, and its refractive index, and on other factors such as
the numerical aperture of the objective (Ashkin, 1992). The
dependence of the rate constant, klb, on laser beam power
for l-,um-diameter beads is shown in Fig. 4 B for the range
3-150 mW. The rate constant varied linearly from 800 s'-
for 5 mW to 25,000 s- l for 150 mW. The value of k can be
derived by calculating b from Stokes' law (see Materials
and Methods); k is shown in Fig. 4 B. It varied from 0.007
to 0.23 pN/nm over the range measured.
The time course of bead movement was independent of
the amplitude up to a certain limit, but beyond this there was
an increasing lag of the response with increase of step size
(Fig. 5 A). This was shown to result from a fall in the force
as the trap was offset. The profile of force across the trap
was calculated from a record for a large step, by taking the
derivative of the response (Fig. 5 B) and plotting it against
displacement. The curve shows that, as the trap is displaced
from the center of the bead, force changes at first approxi-
mately linearly and then reaches a broad peak at about 450
nm, after which it falls off more steeply, so that the total
half-width of the trap is about 675 nm. This confirms the
calculation by Ashkin (1992) that the maximum force
should be reached when the trap is at about the radius of the
bead, although his calculation is strictly applicable only to
much larger beads.
Another method of exploring the profile of the energy
well and obtaining the value of the trap stiffness is to apply
an external force to a trapped bead and measure the result-
ing displacement. This has the advantage that external
forces can be applied over a much longer time, and the true
steady-state values of displacement can be measured. We
did this by applying triangular waves of varying velocity
and amplitude to the PZT-controlled microscope substage
(Fig. 6 A). The movement of the substage was first recorded
by projecting onto the quadrant detector the image of a
small opaque object on a microscope slide attached to the
substage, using a low-power objective. The movement of
the PZTs was slightly nonlinear, but it was found that the
average velocity of movement was negligibly different from
the velocity calculated from the total excursion and the
A
FIGURE 6 (A) The response of a
trapped bead to a triangular wave in-
put to the microscope stage position.
The bead shows a square wave re-
sponse corresponding to the viscous
force. Detector bandwidth was 100
Hz (single-pole, low-pass filter). Each
trace is an average of 100 data
sweeps. (B) Displacement of a bead
from the center of the trap as a func-
tion of the applied viscous force for
13, 52, and 140 mW laser powers.
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duration. We then measured the average displacement of a
trapped bead as a function of Stokes' force. Fig. 6 B shows
that the steady displacement was linearly related to the
applied force, making the important point that the move-
ment of the bead in the trap can be used as a force trans-
ducer in the piconewton and sub-piconewton force range.
Using long periods of signal averaging to remove noise
arising from Brownian motion and other sources, we found
that the relationship holds down to the smallest force ap-
plied, 0.14 pN.
These measurements gave direct values of trap stiffness
that were in good agreement with those estimated from the
time constant of displacements produced by the acousto-
optic modulators. The force applied in these tests approxi-
mated to a square wave, and the resulting displacement had
a time constant that is similar to that measured using the
acousto-optic modulators under the same conditions. How-
ever, the movement produced by the piezoelectric transduc-
ers was much slower than that produced by the acousto-
optic modulators, and we did not attempt to make any
quantitative measurements of rise time using this method.
A method used to measure the force on trapped particles
or beads in biological experiments is to estimate the "escape
force." As already shown in Fig. 5 B, force rises to a
maximum with displacement of a trapped bead and then
falls off again. So if a force is applied that just exceeds the
maximum that the trap can exert, the bead is carried away
from the trap, and depending on how long the force is
applied, the bead is either attracted back into the trap or
escapes. The point at which the escape force was reached
was measured by increasing the velocity of a triangular
wave applied to one of the substage PZTs and noting when
the bead position no longer reached a plateau, but instead
continued to move away from the center of the trap. Escape
force was found to increase linearly with laser beam power
(Fig. 7), as would be expected from the previous measure-
ments (cf. Figs. 4 B and 5 B).
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FIGURE 8 Optical trap stiffness as a function of bead diameter for laser
powers of 13, 52, and 100 mW.
Measurements as a function of bead diameter
We measured the rate constants and obtained the corre-
sponding values for the trap stiffness, k, for beads of dif-
ferent diameter, ranging from 0.5 to 3.36 gum. The values of
k for three laser powers are plotted in Fig. 8. k increased at
first with increasing bead diameter, but then reached a broad
peak, probably with a maximum between 1 and 2 ,um, and
then declined. For beads of small diameter relative to the
wavelength of the laser (r << A), stiffness is expected to rise
with increasing diameter, as the amount of material in the
beam increases and so does the trapping power (Ashkin,
1992). On the other hand, for large particles (r >> A), where
the ray optic regime holds, particles intercept all the con-
verging rays at the laser focus, so the trapping force is the
same, irrespective of diameter. However, the trapping rays
are spread out over a larger distance the bigger the particle,
so the stiffness should decrease with increasing diameter: a
particle with twice the diameter has to move twice as far for
the same force to be produced on it by the trap. Our results,
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FIGURE 7 Escape force for a trapped bead (l-,um diameter) as a func-
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for particles of intermediate diameter, show a peak as ex-
pected.
We also estimated stiffness by measuring the Brown-
ian motion on the same samples, recording 50 s of data
for each bead size and laser power. From the equiparti-
tion of energy, the root mean square Brownian motion
along one axis, \/x-, is given by
1 1
where kB is Boltzman's constant and T is the absolute
temperature. Thus the stiffness, k, can be estimated; it is
plotted in Fig. 9 against the stiffness calculated from the
step changes of trap position. There is a good deal of scatter
in the data as a result of four factors: i) for points derived
from traps with a high frequency response (large rate con-
stant), there was undoubtedly an underestimate of \/x
because of the limited bandwidth of the quadrant detector
(resulting from the use of large value feedback resistors
needed to minimize the effects of dark noise); ii) points at a
high trap stiffness had a higher proportion of instrumental
noise; iii) small beads had a finite proportion of dark noise;
iv) there was a substantial and variable component of low-
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FIGURE 10 (A) Escape force for a trapped bead as a function of bead
diameter for laser powers of 13, 52, and 100 mW. (B) Displacement of a
trapped bead at the point of escape as a function of bead diameter for laser
power of 100 mW.
frequency noise derived from pointing instability. We did
not attempt to correct for these factors, and given the errors,
Fig. 9 indicates a reasonable agreement between the two
estimates of stiffness.
Escape force was measured for beads of diameter be-
tween 0.28 and 3.36 ,um. Because the escape force can be
measured by visual observation of the video monitor, it was
possible by using fluorescent beads to include those of
diameter too small to make useful quantitative measurement
of trap stiffness. Results for three laser powers are shown in
Fig. 10 A. For a given laser power, escape force increases
steeply at first with increase of bead diameter and then
flattens off toward a plateau. According to Ashkin (1992),
for Rayleigh particles (r << A) trapping force depends on r3,
and for large particles (r >> A) it is independent of r. Our
results, which are for sizes of particles in between these
regimes, are consistent with these predictions.
For particles large enough to give displacement measure-
ments on the quadrant detector, it was also possible to
measure the escape distance, i.e., the distance the bead is
displaced from the center of the trap when it escapes the
force of the trap, roughly where the maximum force was
observed. The values for bead diameters of 0.5-3.36 Jim are
plotted in Fig. 10 B, which shows that the escape distance
lies roughly at half the radius of the bead. For l-,um beads
it would be expected that the escape distance would lie at
450 nm from the center of the trap, the value found for the
maximum force in Fig. 5 B, but the value actually obtained
was 238 nm. The reason for this discrepancy is most likely
that the method used to detect the escape point results in an
underestimate of the value. As the velocity of the triangular
wave approaches the escape force, the bead displacement
record shows a "tail," which we took at the time to be the
first sign of the escape process, and noted the force and
displacement just as this tail developed. It is more likely that
it signifies the start of the broad peak of the profile of Fig.
5 B. The appearance of a tail was probably exacerbated by
a slight nonlinearity of the velocity produced by the piezo-
electric transducers, resulting in the Stokes' force continu-
ing to rise somewhat during steady motion. A further factor
tending to underestimate the position of the maximum of
force from the escape point measurements is that the max-
imum represents an unstable equilibrium, and Brownian
motion could help to take the bead beyond the maximum.
A linear relation between escape distance and bead size is
to be expected for large particles (r >> A). The escape force
is independent of diameter for large particles, but it is
produced when a bead is displaced by approximately one
diameter from the center of the trap (Ashkin, 1992). For
small particles (r << A), the distance from the center of the
trap for the maximum force should be independent of bead
size and occur where the square of the field gradient is a
maximum. In this case, a rough calculation yields an escape
distance on the order of 200 nm. Thus, it would be expected
that as bead diameter is increased from zero, the escape
distance should at first be independent of bead size, with a
value of about 200 nm, and then increase as the size of bead
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FIGURE 11 Optical trap stiffness
calibration with and without feedback
control. (A) Without feedback: the re-
sponse of a trapped bead to a triangu-
lar wave input to the microscope stage
position (see Fig. 6). (B) With feed-
back: the laser trap position now
shows the response. (C) Displacement
measured from bead position trace
(without feedback) and from trap po-
sition trace (with feedback), as a func-
tion of applied force. Detector band-
width was 100 Hz (single-pole, low-
pass filter). Each trace is an average
of 100 data sweeps.
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becomes significant compared to A, finally becoming nearly
equal to the diameter (Ashkin, 1992). We were not able to
measure the escape distance for beads smaller than 500 nm,
but our results show the expected linear relationship as
diameter increases.
Feedback control
The results so far show that the displacement of a trapped
bead can be used to make time-resolved measurements of
force. For measurements of small forces the trap has to be
made weak enough to give detectable bead movements
above the noise from Brownian motion and instrumental
noise. However, this leads to a compliant measuring system,
and in some applications it is desirable to make the trap at
least an order of magnitude stiffer than the system under
investigation to avoid perturbations. We therefore investi-
gated the use of feedback to increase the stiffness of the
trap. In feedback mode, the XB, YB signals from the quadrant
detector are fed through amplifiers to the driver circuits for
the acousto-optic modulators (Fig. 2). Ideally, when an
external force is applied to a trapped bead, the position of
the trap (XT, YT) is shifted so that the trap applies an equal
and opposite force to the external force acting on the bead.
As a result, the bead remains stationary and the trap move-
ment is a measure of the external force. We made some
measurements to compare the performance of the system,
with and without feedback control. Fig. 11, A and B, shows
records of bead and trap movement to a force applied via a
triangular wave input to one of the substage piezoelectric
transducers (cf. Fig. 6 A). The two measurements give
closely similar results, showing that the feedback mode can
be used to measure isometric force. Quantitative measure-
ments of XB, YB without feedback and XT, YT with feedback
confirm this (Fig. 11 C). We made some measurements of
escape force with feedback and found that this was approx-
imately 70% of the escape force without feedback.
It should be noted that in principle feedback can be used
to stiffen a trap along a single axis; however, we found
single-axis feedback to be unstable in experiments on the
actomyosin motility assay (Simmons et al., 1993). Presum-
ably the reason for the instability is that external forces on
a trapped bead that pull it even slightly off axis cause bead
movement at right angles, where the trap is less stiff. As a
result, the two-dimensional feedback system using two or-
thogonal acousto-optic modulators described here offers
improved stability, even when one-dimensional forces are
being measured (Finer et al., 1994).
The feedback system improves the stiffness of the trap
(by a factor of about 400 in the example in Fig. 1 1) without
the need to increase the laser power. It is also highly
effective at reducing the Brownian motion of a particle
(compare Fig. 12, B and C), albeit at the cost of transferring
the noise to the force signal. In all of the figures so far
presented in this paper, the experimental data were signal
averaged, and this could lead to an overoptimistic impres-
sion of the signal-to-noise ratio in single traces. Fig. 12 is
included to show the noise levels at typical trap strengths
used in experiments on single motor proteins, and we used
an improved detector and feedback system to show the
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FIGURE 12 Positional noise on a 1-,um diameter bead (A) immobilized
on a coverglass surface, (B) held without feedback in a laser trap with a
stiffness of 0.04 pN - nm- 1, and (C) held in the same laser trap with
feedback control. (D-F) Fourier transform spectra of the positional noise
corresponding to A-C, respectively. Detector bandwidth was 5 kHz.
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signals at full bandwidth (Inverted microscope, Materials
and Methods). In motor protein experiments, displacement
has to be measured at a trap stiffness that is as low as
possible, typically 0.04 pN * nm- 1 in our experiments (Fin-
er et al., 1994). This presents a load of 0.4 pN (about 10%
of the average isometric force of 3-4 pN) at a typical
myosin unitary displacement of 10 nm. Fig. 12 B shows that
the noise level at this trap stiffness is about 60 nm peak to
peak (9.5 nm rms). The noise is primarily due to Brownian
motion; the instrumental noise (Fig. 12 A) is about 3 nm
peak to peak (<1 nm rms). Fig. 12 also shows the noise
level when the feedback system is in operation (Fig. 12 C),
giving a peak-to-peak noise level of about 3 nm (<1 nm
rms). The corresponding noise on force was about 2.5 pN
peak to peak (0.4 pN rms).
DISCUSSION
Many improvements can be made to the system described
here. In preliminary work we have shown that the pointing
stability of the laser can be improved by using an optical
fiber, which also makes it possible to mount the laser on a
separate table, thus reducing vibration. Solid-state lasers
and solid-state pumped lasers also present fewer problems
from vibration. Inverted microscopes offer improved stage
stability compared with the upright design for most of the
measurements described here. Improved efficiency and
beam quality can be achieved with TeO2 acousto-optic
modulators, rather than the PbMbO4 type used here. PZT-
operated mirrors can also be used to deflect the laser beam
provided they are servo-controlled, with adequate speed for
most purposes. Detection noise can be much reduced by
using a xenon arc lamp (Fig. 12), and an interferometric
design offers improved performance (Denk and Webb,
1990; Svoboda et al., 1993).
Our results show that measurements of the position of a
particle in an optical trap can be used to monitor external
forces acting on the particle. Of particular interest to studies
of biological processes is the observation that a 1-,um bead
in a weak trap with feedback control can give simultaneous
measurements of force and displacement with subpiconew-
ton and nanometer resolutions, respectively, and with a
response time of about 1 ms. These are in the range needed
to make measurements on single molecule interactions in
actomyosin and kinesin-microtubule motility assays. The
main limitation on achieving these resolutions in practice
lies in the noise from Brownian motion, at least if signal
averaging cannot be used. In making measurements of uni-
tary displacements, the trap stiffness must be sufficiently
low that the motor protein movement is unimpeded, and this
results typically in a noise of about 60 nm peak to peak (Fig.
12 B). Fortunately, the stiffness of the motor protein en-
hances the trap stiffness, and the Brownian motion noise is
lowered correspondingly (Svoboda et al., 1993; Finer et al.,
1994). Alternatively, it may be possible to use a somewhat
higher trap stiffness (Fig. 12 C), if the relation between
displacement and load is not steep in the region of interest
(Finer et al., 1994) or the amount of displacement is con-
strained (Svoboda et al., 1993).
In biological experiments using trapped beads, the nature
of the experiment may put limits on the size of bead to be
used. However, other things being equal, the data in this
paper should be useful in choosing a bead diameter to
optimize stiffness, frequency response, or trap strength. In
many respects, not the least being ease of detection, bigger
is better, but it should be noted that both stiffness (k) and
rate constant (klb) have optimum values.
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